[A study of parameters of scanning roentgenographic systems].
The paper presents the study results related with operational properties of digital X-ray diagnostic systems designed on the basis of silicon detectors. Suggestions are defined for the use of evaluation methods applicable to image parameters with respect to the properties of an examined object.